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ABSTRACT 


To  reduce  the  load  on  data  transmitting  and  processing  equipment — 
and  thereby  reduce  the  size  and  pcwer  requirements  of  such  equ'pment  in 
space  vehicles— methods  of  selecting  only  the  significant  port*'  s  of  data 
firom  transducers  were  investigated,  and  a  six-channel  laboratory  model  of 
a  selective  monitoring  system  was  built  and  tested.  Two  principles  of  data 
selection  were  studied:  (1)  selection  based  on  departure  of  a  process 
variable  from  the  steady  state,  and  (2)  excursion  of  a  process  variable 
beyond  predetermined  limits.  Selection  data  while  in  the  analog  state~as 
taken  directly  from  the  transducers— and  selection  data  after  conversion  to 
digital  code  were  studied.  The  laboratory  model  demonstrates  selective 
monitoring  of  analog  data  after  conversion  to  digital  code  and  uses  as  a 
selection  criterion  either  departure  Arom  the  steady  state  or  excursion 
beyond  limits.  A  program  for  applying  the  knowledge  gained  by  the  study  and 
the  prinelplea  demonstrated  by  the  model  to  space-vehicle  equlpswnt  is  de¬ 
scribed. 
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I.  INTRODUCTICW 


In  man^  data-logglng  and  monitoring  applications,  only  a  small 
psresntage  of  the  input  data  from  the  transducers  is  actually  significant; 
logging  the  rest  of  the  data  imposes  an  unnecessary  burden  on  the  recording 
and  analyzing  facilities.  When  insignificant  data  is  transmitted  over  long- 
range  communication  links,  power  and  bandwidth  are  being  used  needlessly. 

Power  can  be  consented  and  data-logging  facilities  used  at  maximum 
efficiency  through  selective  monitoring.  Selective  monitoring  is  a  term 
applied  to  automatic  data  selection  techniques  in  which  data  input  signals 
are  selected  for  processing  only  irtien  they  vary  significantly  from  their 
predetemined  norma.  Selective  monitoring  techniques  can  be  particularly 
valuable  in  space-vehicle  data  logging,  where  the  capacity  of  the  telesw- 
tering  link  directly  affects  the  dead  weight  at  the  launching  pad. 

The  purpose  of  this  work  was  (1)  to  study  selective  monitoring 
techniques  based  on  the  present  and  expected  state  of  the  art,  (2)  to  design 
and  construct  a  laboratory  model  selective  monitoring  system  that  exemplifies 
the  principles  of  selective  monitoring,  and  (3)  to  test  and  evaluate  the 
selective  monitoilng  principles  as  exemplified  in  the  laboratory  model  under 
simulated  operational  conditions. 

Throughout  this  stud^  and  development,  primaxy  msphasls  was  placed 
on  the  use  of  level-change  (or  departure  from  steady  state)  as  a  selection 
criterion;  tentatively,  a  minimum  level-change  of  1  percent  of  full  scale 
was  dsfln^  as  the  condition  for  selection.  A  second  condition  for  selection 
was  the  relationship  between  the  level  of  the  variable  being  monitored  and 
predetemlnsd  nozval  limits  of  the  level  for  that  variable.  The  variables  to 
be  monitored  were  assumed  to  contain  frequency  ocmponants  of  1  cps  or  lower  for 
a  full-scale  deflection.  Detailed  performance  specifications  formulated  at 
the  end  of  the  design  study  phase  are  listed  in  the  Appendix. 

This  report  summarizes  the  work  perfoxMd  in  each  of  the  three 
phases  of  the  program.  Design  details  and  operating  and  maintenance 
instructions  for  the  laboratory  model  selective  monitoring  system  are  coiv- 
tained  in  an  operating  and  instruction  manual  (ref.  1).  A  program  of  further 
development,  aimed  at  practical  aif^lication  of  selective  monitoring  princi¬ 
ples,  has  been  presented  in  a  proposal  to  the  6570th  Aerospace  Medical  Research 
Laboratories. 
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II.  STUDT  OF  SELECTIVE  MONITORINO  TBCHMIQOES 


The  first  3  months  of  the  program  were  devoted  to  a  survey  of 
seleotive  monitoring  teohniques  and  the  design  of  a  preferred  system  for 
development  as  a  laboratory  modal.  A  number  of  basic  components  and  tech¬ 
niques  were  investigated,  and  various  alternative  methods  of  Implementing 
the  data-seleotlon  process  were  studied. 

Figure  1  is  a  block  diagram  of  a  typical  monitored  data  selective 
monitoring  system  that  uses  principles  of  seleotive  monitoring.  Coupled  to 
the  process  being  monitored  are  various  transducers  that  convert  the  process 
variables  to  a  voltage  or  other  ocmmon  form  suitable  for  further  manipulation. 
A  multiplexer  pemlts  major  eonponents  in  the  system  to  be  time-shared  and 
reduces  the  naaber  of  components  and  circuits  needed.  The  oonponents  amy 
include! 

1.  A  signal  processor  to  convert  the  output  voltages  of  the 
transducers  Into  a  form  suitable  for  recording,  transmission, 
and  display 

2.  Signal-storage,  display,  and  transmission  facilities 

3.  A  fonaat  control  unit  to  record  or  tranaait  data  (along 
with  a  real-time  x^erence)  in  an  orderly  fashion  for 
subsequent  rsoovexy  and  display 

U.  A  data  selection  unit  to  determine  idiat  portions  of  the 
incoming  data  are  of  such  significance  that  further 
prooesslng  Is  warranted 

It  is  primarily  the  data  selection  unit  with  which  this  report 
deals,  although  consideration  has  been  given  throughout  to  the  interfaces 
be^een  the  data  selection  unit  and  other  components  in  the  system. 

The  selection  of  certain  portions  of  incoming  data  for  farther 
processing  (recording  or  transmitting)  will  generally  be  based  on  one  or 
more  of  the  foUowlng: 

1*  OPERATOR  COMMAND!  It  should  be  possible  at  any  time  for  an 

operator  io  arbitrarily  select  portions  of  data  for  processing. 

2.  OF  TIME!  Data  processing  can  be  automatically 
Initiated  at  periodic  intervals,  regardless  of  the  oharaot er¬ 
istics  of  the  data,  to  provide  a  ba..eline  for  reference. 

3.  lEVEL-CHAMQEt  The  occurrence  of  a  previously  designated 
oimnge  in  level  trm  a  staining  value-departure  from  steady 
state— can  be  used  to  initiate  selection.  An  alternative 
and  more  refined  selection  technique  (actually  used  in  the 
laboratory  model)  bases  data  selection  on  the  difference 
between  the  maxia«i  and  minlmiai  values  of  the  variable 
during  the  monitoring  interval. 
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U.  RATE  OF  C^NOE  OF  LEgELt  The  rate  of  change  of  level  can 
serve  to  Inltlaie  aeieciion.  (This  is  a  special  case  of 
level-change. ) 

5.  LIMIT-CROSSING  SELBCTIONt  Normal  limits  can  be  specified 
for  each  variable;  and  selection  can  be  programmed  to  occur 
whenever  the  variable  falls  outside  a  predeteralned  range. 

Selection  by  operator  command  or  by  passage  of  time  are  not  charac¬ 
teristics  that  are  unique  to  a  selective  monitoring  system,  but  they  are 
desirable  features  In  any  monitoring  system.  Selection  by  level-change,  by 
rate  of  change  of  level,  and  by  limit-crossing  are  Illustrated  in  figure  2. 

It  is  helpful  in  discussing  methods  of  implementing  selection 
techniques  to  distinguish  between  analog  and  digital  techniques.  When 
analog  techniques  are  discussed,  the  analog  variables  received  from  the 
transducers  are  assumed  to  be  preserved  as  analog  variables  and  the  selection 
made  as  a  result  of  exclusively  axialog  manipulations;  when  digital  techniques 
are  discussed,  it  is  asswied  that  the  analog  variables  received  from  the 
transducers  are  converted  into  digital  code  by  an  analog-to-digltal  converter 
and  that  the  operations  involved  in  selecting  data  or  in  processing  selected 
data  are  performed  through  manipulations  of  digitally  coded  quantities. 
Between  the  two  extremes  lies  a  variety  of  possible  hybrid  approaches. 


A.  SELECTION  BASED  ON  LETEL-CHANGE 

1.  ANALOG  TECHNIQUES 

Detection  of  level-change  in  a  variable  implies,  for  the  general 
ease,  storage  of  a  predetermined  level  for  coiig>arison  with  the  level  of  the 
variable  at  an  indefinite  future  time.  There  are  a  number  of  techniques  for 
the  storage  of  analog  voltage  levels.  To  meet  the  specifications  for 
selection  on  the  basis  of  level-change,  a  minimum  change  of  1  percent  of 
full  scale,  a  stability  of  better  than  1  percent  over  a  storage  time  of 
Indefinite  duration  is  required. 

The  storage  elements  must  further  provide  perlodlo  nondestructive 
readout  during  the  storage  period  at  intervals  s\ifficiently  short  to  detect 
a  level -change  of  1  percent  in  a  1  cps,  full-scale  signal.  Hence,  hundreds 
or  even  thousands  of  readout  operations  may  be  called  for  in  the  course  of 
selection. 


Finally,  the  storage  elements  must  be  capable  of  being  up-dated 
Immediately  to  a  current  value  of  the  input  varlaUe  when  called  for  by  the 
program  control  unit.  (Such  a  requirement  will  exist,  for  example,  if  auto¬ 
matic  reset  of  the  select  condition  is  to  be  provided.) 

A  functional  block  diagram  of  a  multichannel  analog  level-change 
selector  is  shewn  in  figure  3*  Initially,  the  value  of  each  analog  input 
voltage  is  entered  in  the  appropriate  analog  memory  element.  During  subse¬ 
quent  cycles  of  the  input  multiplexer,  the  new  sampled  value  of  each  input 
is  compered  with  the  stored  value  in  a  pair  of  differential  amplifiers. 
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Two  lianks  of  analog  storage  elements  are  used:  one  to  store  the 
maxiaiam  values  of  the  monitored  variables,  the  other  to  store  the  minimum 
values.  These  values  are  continuously  up-dated  by  comparison  with  the  new 
data  samples.  A  comparison  between  maximum  and  minimum  levels  in  each 
channel  is  periodically  made  in  a  third  differential  amplifier  whose  out¬ 
put  is  ap];0.1ed  to  an  absolute-level  trigger  that  initiates  the  select 
operation. 


Table  I  lists  information  on  a  number  of  types  of  analog  storage 
devices  whose  characteristics  approach  those  needed  for  the  detection  of 
the  specified  1  percent  level-change.  Study  of  these  characteristics  led 
to  the  conclusion  that  the  integrating  amplifier  (item  U,  table  I)  and  the 
transfluxor  magnet ic-oore  storage  unit  (item  $)  most  nearly  met  the  require¬ 
ments  of  the  selective  monitoring  application. 

Laboratoty  tests  made  with  a  ooemercially  available,  solid-state 
Integrating  amplifier  and  a  number  of  high-quality,  low-leakage,  storage 
capacitors  indicated  that  reference  voltages  could  be  stored  over  periods 
of  many  minutes  with  a  decay  in  level  of  only  a  small  fraction  of  1  percent. 
The  problem  in  using  the  integratii^  amplifier  in  a  multichannel  system 
arises  in  the  method  by  which  a  nonber  of  such  amplifiers  can  be  comnutated 
into  the  coemon  comparison  and  selection  circuits. 

As  indicated  in  figure  3,  the  storage  elements  are  effectively 
shunted  by  the  multiplexer.  The  Integrator  storage  times  listed  in  table  I 
depend  on  leakage  resistances  of  the  order  of  10^  ohms,  a  value  that 
virtually  exoludes  the  use  of  solid-state  electronic  comnutators.  Thus, 
the  use  of  Integrating  amplifiers  as  storage  units  appears  to  be  limited  to 
those  applications  in  which  electromechanical  or,  possibly,  vacuum-tube 
electronic  coemnitation  is  acceptable. 
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Development  of  magnetic  transfluxors  (magnetic  storage  In  ferrite 
cores)  for  the  storage  of  analog  quantities  Is  at  present  less  advanced  and 
less  fully  documented  than  that  of  the  Integrating  amplifier.  Tentative 
Information  from  U  sources  Is  quoted  In  table  I.  Of  these.  Item  Sd  appears 
to  best  meet  the  requirements  for  accurately  detecting  a  change  of  1  per¬ 
cent  In  voltage  level  over  long  periods  of  time. 

This  transfluxor,  the  result  of  unclassified,  Qovemnent-sponsored 
developsient,  appears  to  merit  further  Investigation  as  a  long-range  possi¬ 
bility  for  operational  use  in  selective  monitoring  systems.  Its  major 
advantage  Is  its  potentially  low  Impedance  and,  hence,  high  degree  of 
immunity  to  leakage.  In  spite  of  their  long-range  potential,  it  did  not 
appear  that  analog  transfluxors  were  sufficiently  far  advanced  for  use  In 
the  construction  of  the  laboratory  model  selective  monitoring  system. 


2.  DIGITAL  TECHHIQUE 

As  already  suggested,  the  digital  technique  for  level -change 
selection  Is  based  on  the  use  of  an  analog-to-dlgital  converter.  In  a 
practical  system,  the  resolution  of  the  converter  is  so  adjusted  that  1  per¬ 
cent  of  full-scale  change  In  the  level  of  the  input  variable  from  the  trans¬ 
ducer  will  be  equal  to  three  of  the  minimum  resolution  elements  (quantiles) 
of  the  analog-to-dlgltal  converter.  (This  resolution  Is  readily  achievable 
for  the  specified  5.0-volt  signal  span.)  A  logic  tree,  operating  on  the 
output  of  the  two  least  slgnifloant  bits  from  the  converter,  then  establishes 
a  cyclically  repeating  four-level  sequence  across  the  entire  Input  range  of 
the  converter.  This  pattern  Is  Illustrated  In  figure  U. 

If  the  condition  for  selection  be  that  the  converted  signal  value 
occupy  all  four  of  the  possible  levels  at  some  time  during  the  sampling 
period  (as  shewn  In  figure  it),  there  will  exist  a  100  percent  probability 
of  detecting  signals  with  a  level  change  In  excess  of  3  quantile  widths. 

This  follows  because  the  sdect  condition  Is  satisfied,  regardless  of  the 
absolute  level  of  the  monitored  variable. 

Because  of  the  nature  of  the  select  logic,  there  will  also  exist  a 
finite  but  decreasing  probability  of  selecting  data  whose  level  changes  lie 
between  2  and  3  quantile  widths.  This  condition  is  illustrated  in  figure  5, 
which  assumes  a  random  distribution  of  absolute  level  for  the  selected 
variable.  Level  changes  of  less  than  2  quantile  widths  will  not  be  selected, 
h<wever,  so  the  selection  logic  will  be  effective  even  in  the  presence  of  a 
relatively  high  noise  level  on  the  incoming  variable. 

Figure  6  shows  a  fuxwtional  block  diagram  of  a  digital  level-change 
selector  using  the  principles  outlined  above.  In  this  arrangement,  the  0  and 
1  outputs  from  the  last  two  bits  in  the  converter  enter  a  logic  net  that  has 
four  output  leads,  one  for  each  of  the  four  cyclically  repeated  input  ranges. 
The  output  from  each  of  these  leads  is  entered  in  one  channel  of  a  four- 
channel,  circulating  shift  register. 

The  stepping  of  the  shift  register  is  s]rnchronlzed  with  that  of  the 
input  multiplexer  so  that  the  previously  entered  data  for  each  step  of  the 
multiplexer  is  in  the  read/enter  location  of  the  shift  register  just  as  the 
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data  fron  the  new  aanplee  become  available.  On  each  consecutive  sample,  new 
data  (if  present)  are  entered  In  the  appropriate  shift-register  position  by 
changing  a  0  to  a  1  whenever  the  input  signal  enters  a  new  level  for  the 
first  tine. 

When  all  four  levels  have  been  occupied  by  the  signal  in  a  given 
channel,  the  select  condition  is  satisfied,  and  a  select  pulse  is  generated 
at  the  output  of  the  level-change- selector  matrix.  Provision  must  be  nade 
to  reset  all  of  the  level  indications  for  a  channel  innedlately  after 
selection  has  occurred  to  assure  the  continued  operation  of  the  selection 
logic.  A  typical  tine  sequence  of  operation  showing  selection  appears  in 
figure  U. 


B.  SELBJriON  BASED  ON  RATE  OF  CHAIPE  OF  LEVEL 


The  techniques  discussed  in  the  preceding  paragraphs  are  theoreti¬ 
cally  Independent  of  rate  of  change  of  level  up  to  a  maximum  limit  imposed  by 
the  sampling  period  of  the  multiplexer.  Actually,  a  limit  on  the  minimum 
detectable  rate  of  change  is  imposed  by  the  stability  of  the  signal  process¬ 
ing  circuits,  if  by  no  other  factor.  A  control  on  the  minimon  rate  of  change 
of  level  required  for  selection  by  the  level-change  detector  could  be  iaq>osed 
by  inserting  a  high-pass  filter  ahead  of  the  selection  circuits.  This  would 
differentiate  the  signal  ooaponents  falling  below  cutoff  of  the  iiqnit  circuit. 

A  second  limitation  imposed,  in  a  prActieal  system,  on  the  minimuB 
rate  of  change  of  level  is  that  resultlr^  from  a  periodic  prograiming  of  the 
select  sequence  for  routine  monitoring.  It  may  be  normal  practice,  for 
example,  to  monitor  all  data  channels  at  specified  intervals  regardless  of 
their  activity.  After  such  a  programmed  monitoring  cycle,  the  level -change 
detectors  could  logically  be  cleared  so  that  level  changes  will  be  aieasured 
Arom  the  most  recently  monitored  value.  With  this  arrangement,  the  minimum 
detectable  rate  of  oh^e  is  determined  in  part  by  the  interval  between 
programmed  select  sequences. 


C.  SELECTIOK  BASED  ON  LIMIT-CROSSIWQ 

1.  ANALOG  TECHNIQUES 

An  analog  circuit  weU-sulted  for  limit-crossing  selection  is  the 
Schmitt  trigger  circuit.  A  solid-state  application  of  this  circuit  is  shown 
in  figure  7.  When  the  analog  input  variable  crosses  the  preset  threshold,  the 
output  voltage  changes  from  -10  volts  to  0  volts.  In  a  laboratory  environment, 
the  hysteresis  and  stability  of  this  circuit  is  sufficient  to  afford  a  pre¬ 
cision  of  1  percent  of  full  scale  in  trigger-level  adjustment.  In  a  system 
involving  a  small  nwiber  of  channels  such  as  the  laboratory  model,  the  use  of 
individual  triggers  to  establish  minimun  and  maximum  limits  appeared  to  offer 
the  most  flexible  and  straightforward  solutlcn. 

For  a  multichannel  system  with  a  large  number  of  channels,  the  use 
of  only  one  pair  of  trigger  circuits,  with  the  necessary  analog  conmutation 
circuitry,  would  be  preferable.  Such  a  system  is  illustrated  in  figure  8.  It 


6 


will  be  noted  that  this  arrangement  closely  resenibles  the  analog  level  change 
selection  ssrstem  depicted  in  figure  3«  the  principal  difference  being  the 
substitution  of  adjustable  voltage  levels  for  the  analog  storage  elements. 
This  arrangement  affords  continuous  limit  adjustments  over  the  entire  range 
of  each  variable.  Such  an  axrangement  would  be  particularly  advantageous  if 
it  were  incorporated  in  an  analog-level-ohange  selection  system,  suoh  as 
that  shown  in  figure  3,  to  permit  time-sharing  of  coamon  components. 

2.  DIGITAL  TECHNIQUE 

By  appropriate  logic  connections  to  the  anlog-to-dlgltal  converter, 
angr  desired  threshold  within  the  resolution  limits  of  the  converter  can  be 
chosen  as  a  threshold  of  selection.  The  nunber  of  elements  in  each  such 
logic  network  will  depend  on  the  precision  with  idiioh  the  threshold  is  to  be 
specified.  Where  threshold  values  can  be  preassigned,  the  recognition  logic 
can  be  Installed  as  part  of  the  permanent  circuit,  and  little  difficulty  will 
be  encountered  in  achieving  the  highest  precision  of  which  the  converter  is 
capable. 


When  continuously  adjustable  limits  are  required  on  each  variable, 
the  system  becomes  more  complex.  A  precise  all-digital  system,  for  exanple, 
might  require  a  matrix  with  a  separate  output  lead  for  each  resolution  element 
of  the  converter.  A  possible  compromise  solution  would  be  an  all-digital 
system  based  on  the  use  of  a  limited  nunber  of  equal  subranges  uniformly  dis¬ 
tributed  throughout  the  Ibll  range  of  the  converter.  Figure  9  shows  a  scheme 
based  on  16  subranges.  In  this  ease,  the  upper  and  lower  limit  settings  for 
each  channel  can  be  varied  in  steps  of  6-1/U  percent  of  full  scale. 
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m.  DE7EL0PHENT  OF  lABOWlTORI  MODEL 
SELECTIVE  MOKirORINO  SISTEH 


The  purpoae  of  the  laboratory  model  was  to  demonstrate  the  per- 
fomanoe  of  the  more  promising  seleotive  monitoring  techniques  for  processing 
typical  input  data.  This  goal  was  to  be  achieved  within  the  present  state  of 
the  art  and  without  imposing  special  environmental  or  other  fiiyslcal  limi¬ 
tations  on  the  laboratory  mod^  beyond  those  sufficient  to  assure  rdiable 
performance  in  the  usual  laboratory  environment. 

At  the  same  tlmey  the  eventual  application  of  selective  monitoring 
systems  in  extreme  environments  and  the  possible  need  for  low  power  con- 
susqptlon  and  high-density  packaging  were  anticipated}  techniques  and  corn- 
ponsnts  incorporated  in  the  laboratoiy  model  included  only  those  that  could 
be  further  developed  to  meet  the  more  strlx^enb  requirements  with  a  reason¬ 
able  expenditure  of  engineering  effort.  To  this  and,  the  use  of  solid-state 
circuitry  has  taken  precedence  over  circuitry  involving  eleotrooieohanieal  or 
thermionic  cosponents. 

Figure  10  shows  the  laboratory  model  selective  monitoring  system, 
which  inooxporated  both  level-change  and  limit-crossing  selection  of  data.  It 
was  completed  and  first  tested  in  January  1962.  AIL  specifications  listed  in 
the  Appendix  were  met.  As  originally  constructed,  however,  the  equlpsMnt 
required  manual  reset  after  selection.  Early  tests  indicated  the  desirability 
of  Inoluding  automatic  reset  upon  removal  of  the  select  condition,  and  this 
feature  was  added  before  proceeding  with  additional  testa. 
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W.  PKFORNkNCE  TBTINQ  OT  THE  lABORATORI  MODEL 
SSLBOTIVE  MONirORim  STSTSf 


Figor*  11  prcsants  a  nuabar  of  ohart-rooordlngs  of  tho  porforaanoo 
of  the  laboratory  nodal  aalaotlTa  monitoring  ayataa.  The  input  aignala  uaed 
for  teat  puzpoaea  vara  obtained  fron  a  Hanlatt-Packard  Nodal  2124  lov- 
frequancy  function  generator. 

In  figure  1IA»  a  0.02-cpa  alne  wave  (upper  trace)  ia  applied  to 
the  input  of  one  channel  of  the  laboratory  modal>  and  the  aelected  output  is 
dlaplayad  on  the  lower  trace.  Level-change  was  the  criterion  of  selection 
in  this  case.  The  level-ehaxige  selection  was  adjusted  to  automatically 
reset  approxlnataly  0.6  second  after  each  selection  event.  It  will  be  noted 
that  the  A*equanoy  of  selection  events  is  proportional  to  the  slope  of  the 
sinusoidally  varying  li^t  voltage. 

Figure  IIB  shows  limit-crossing  as  a  basis  for  selection,  and 
figure  HC  shows  the  combination  of  level -ehange  and  limit-crossing  as 
selection  criteria. 

It  was  originally  expected  that  actual  recordings  of  physiological 
data  oould  be  used  in  testing  the  laboratory  iKxiel  selective  monitoring 
system.  Suitable  data  did  not  become  availaUe  before  completion  of  the 
program.  The  laboratory  model  was  delivered  to  the  6570th  Aerospace  Medical 
Research  Laboratories  in  June  1962  for  further  testing,  evaluation,  and 
demonstration. 
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V.  APPLICATIONS  FOR  SELECTIVE  MONITORING  TECHNIQUES 


During  development  of  the  laboratory  model,  the  application  of  the 
selective  monitoring  system  to  pretransmission  processing  of  telemetered 
data  from  a  space  vehicle  was  a  long-range  objective.  The  transition  to  a 
spaoe-vehiole  environment  would  involve: 

1.  Determination  of  input/output  characteristics  and  operational 
requirements  for  a  specific  application,  and  further  develop¬ 
ment  of  techniques  and  components  to  meet  such  requirements 

2.  Development  of  methods  of  organizing  and  processing  data 
that  will  permit  selected  data  to  be  transmitted  and/or 
interpreted  and  acted  on  with  maximum  efficiency 

3.  Investigation  and  application  of  techniques  for  repackaging 
the  system  in  rugged,  high-density,  solid-state  components 
for  minimum  pcfwer  consumption  and  maximum  reliability  in  a 
space- vehicle  enviroment. 

A  detailed  program  of  future  activity  in  each  of  the  above  3  areas 
has  been  submitted  in  a  proposal  to  the  6570th  Aerospace  Medical  Research 
Laboratories.  The  principal  featuires  of  this  proposal  are: 

1.  DevelopMnt  and  construction  of  a  coiqmnion  data-conversion 
unit  that  will  convert  various  physiological  inputs  to  a 
form  oosqpatible  with  the  input  requirements  of  the  laboratory 
model  selective  laonitoring  system 

2.  The  addition  of  adaptive  monitoring  and  date-format  features 
to  the  laboratory  model  to  make  its  operation  compatible 
with  conventional  awthods  of  storage,  transmission,  and  dis¬ 
play  of  data  odleoted  by  space-vehicle  instruments 

3<  Preliminary  design  of  vital  functional  units  of  the  selective 
monitoring  system  for  high-density  packaging  and  low  power 
drain  based  on  available  thin-film  or  molecular  electronic 
modular  oaq>onents. 
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VI.  SimMhRI  AND  CONCLUSIONS 


B>8io  principles  of  selective  Honitoring  have  been  reduced  to 
practice  in  a  six-channel  laboratory  nodel  selective  monitoring  system  that 
meets  all  of  the  original  contract  specifications.  Further  steps  in  the 
application  of  these  principles  toward  increasing  the  efficiency  of  data 
transmission,  storage,  and  disi^ay  ooeg>onent8  are  sunaarized. 

Design  of  the  programming  and  level-change  selection  portions  of 
the  selective  monitoring  system  has  been  based  on  the  use  of  available 
digital  modules  of  proven  perfomanee  and  reliability.  The  limit-crossing 
selection  is  based  on  use  of  trigger  circuits  conqntlble  in  performance 
vlth  the  digital  modules.  The  latter  fom  of  selection  is  aecooqplished 
without  time-sharing  in  the  laboratory  model  because  of  the  small  nuiriser  of 
channels  involved,  and  because  it  provides  a  maximun  flexibility  of  adjust¬ 
ment.  In  an  operational  model  for  space-vehicle  application,  one  of  the 
eammitatien  techniques  would  be  equally  feasible. 
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FIGURE  1.  BLOCK  DIAGRAM  OF  TYPICAL  MONITORED  DATA  SYSTEM 
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FIGURE  2. 


GRAPH  OP  ANALOG-DATA  INPUT  SHOWING  SELECTIVE 
MONITORING  CRITERIA 
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FIGURE  3.  BLOCK  DIAGRAM  OF  ANALOG  MULTICHANNEL  LEVEL- 
CHANGE  SELECTOR 
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FIGURE  4.  GRAPH  SHOWING  DIGITAL  LEVEL-CHANGE  SELECTION  LOGIC 
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MAGNITUDE  OF  LEVEL  CHANGE  IN  QUANTILE  WIDTHS 


FIGURE  5.  CHART  SHOWING  PROBABILITY  OF  DATA  SELECTION  VS 
MAGNITUDE  OF  LEVEL- CHANGE 


18 


19 


FIGURE  6.  BLOCK  DIAGRAM  OF  DIGITAL  MULTICHANNEL  LEVEL- 
CHANGE  SELECTOR 
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FIGURE  7-  SCHEMATIC  DIAGRAM  OP  TRIGGER  CIRCUIT  FOR  LEVEL- 
CHANGE  SELECTOR 
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FIGURE  8.  BLOCK  DIAGRAM  OF  ANALOG  MULTICHANNEL  LIMIT¬ 
CROSSING  SELECTOR 
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FIGURE  BLOCK  DIAGRAM  OF  DIGITAL  MULTICHANNEL  LIMIT¬ 
CROSSING  SELECTOR 


figure  1^- 


mBOBATOM  »DEL 


selective  MONlTOMXa 


SYSTEM 


23 


2k 


APPEHDIX 


SPECIFICATIONS  OF  LABORATORY  MODEL 
SELBCTI7E  MCRdTORim  SYSTEM 


mPOTS 

NUMBER  OF  CHANNELS! 
VOLTAQE  RANSEt 
FREQUENCY  RANOEt 
CHANNEL  SELECTION! 


6  nudnum 

0-5  volts  DC  naxlmum 

0-1  ops  at  full  sensitivity 

Autonatlo  application  of  selection  criteria 
to  any  nunber  of  channels  from  1  to  6 


OOTPUTS 

VISUAL  INDICATORS!  Panel-light  display  of  channel  selected 

and  modB  of  selection 

SELECT  SIGNAL:  Six-channel  output  with  5  volt  DC  step  at 

tine  of  eelectlon 


OATED  SIGNAL: 


Relay-contact  cloeures  to  input  signal 
initiated  by  select  function 


SELECTION  LOQIC  AND  TIMHO 

LE7EL-CHANGE  SELECTION:  Sensitivity  continuously  adjustable  on 

each  chanMl  down  to  1  percent  of  full  scale 
or  less 


LIMIT-CROSSING  SELECTION:  Upper  and  lower  selection  limits  continu¬ 
ously  adjustable  on  each  channel  over  full- 
scale  range 


TIMING:  Selection  and  reset  to  be  initiated  periodi¬ 

cally  by  a  built-in  timer,  by  an  external 
signal,  or  by  operator  from  control  pand. 

SELECTION  LOGIC  CONTROL:  Selection  based  on  level-change  only,  cm 

linit-crosslng  only,  or  on  both  via  trovt- 
panel  control 
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